[A cylinder aneurysm of a penile prosthesis].
Herniation of a penile prosthesis (cylinder aneurysm) is an extremely rare complication of penile prosthesis surgery. We report the first case of such an aneurysm in a patient with spinal cord injury. The treatment of choice is surgical revision with replacement of the faulty device. Filling of the implanted system with contrast media facilitates preoperative diagnostic workup.